Introduction
On May 20, 2015, the US Food and Drug Administration (FDA) approved the Superion ® InterSpinous Spacer (ISS) (Superion ® ) for commercial distribution in the United States. Not requiring concomitant surgical decompression, this is the second "stand-alone" interspinous device approved by the FDA. This pivotal regulatory decision substantiates the graduation of the Superion ® device from experimental to an acceptable clinical practice modality for the treatment of intermittent symptoms of neurogenic claudication secondary to moderate degenerative lumbar spinal stenosis.
Lumbar spinal stenosis is the manifestation of arthritic degeneration of the spine resulting in bony and ligamentous encroachment of the central canal and foramina causing classic claudicant symptoms. [1] [2] [3] These symptoms are often exacerbated during ambulation, standing, and trunk extension. It is estimated that 1.2 million individuals are diagnosed with lumbar spinal stenosis every year, with surgical hospitalizations increasing by 30% from 2000 to 2009. 4 Over 175,000 surgeries are performed to treat spinal stenosis annually, making it the number one reason for spine surgery in the elderly population. 5 In fact, stenosis is the most common indication for spine surgery in patients older than 65 years, and its prevalence is expected to rise 59% to 64 million elderly adults by the year 2025. 6 The Superion ® is designed for the treatment of symptoms of intermittent neurogenic claudication secondary to moderate degenerative lumbar spinal stenosis and is implanted by minimally invasive methods through a cannula. 7 In contrast to direct decompression procedures, such as laminectomy or laminectomy with fusion, where the soft and bony tissues compressing the neural elements are surgically removed through an open surgical exposure, the Superion ® provides minimally invasive, indirect decompression of spinal nerves, and functions by serving as a spinal extension blocker to prevent compression of neural elements in extension without the removal of tissue adjacent to the nerves.
This report provides the 3-year clinical outcomes from the randomized, controlled FDA Investigational Device Exemption trial of the Superion ® for the treatment of moderate spinal stenosis.
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Materials and methods
Trial overview
The study was a prospective, multi-center, randomized controlled clinical trial comparing the Superion ® to a control group consisting of the X-STOP ® (X-STOP ® ), a legally marketed alternative with similar indications for use. The study methodology including eligibility criteria, randomization methods, sample size estimates, outcome measures, and statistical analyses have been detailed previously. 9, 10 Briefly, the study evaluated the use of the Superion ® in the treatment of subjects aged 45 years or older suffering from moderate symptoms of intermittent neurogenic claudication, secondary to a confirmed diagnosis of moderate degenerative lumbar spinal stenosis at one or two contiguous levels from L1 to L5. Patients were treated between June 2008 and December 2011 at 31 investigational sites. Three hundred ninety-one subjects were included in the randomized study group consisting of 190 Superion ® ISS and 201 X-STOP ® control subjects. FDA regulatory approval was based on the 24-month outcome data in this population. This study was approved by the Institutional Review Board at each participating site and patients provided written informed consent before any study-related procedures were performed. The trial was prospectively registered at ClinicalTrials.gov (NCT00692276).
approved indications for use
This device is indicated to treat skeletally mature patients suffering from pain, numbness, and/or cramping in the legs (intermittent neurogenic claudication) secondary to a diagnosis of moderate degenerative lumbar spinal stenosis, with or without Grade 1 spondylolisthesis, confirmed by X-ray, magnetic resonance imaging, and/or computed tomography evidence of thickened ligamentum flavum, narrowed lateral recess, and/or central canal or foraminal narrowing. The Superion ® is indicated for those patients with impaired physical function who experience relief in flexion from symptoms of leg/buttock/groin pain, numbness, and/or cramping, with or without back pain, and who have undergone at least 6 months of nonoperative treatment. The Superion ® may be implanted at one or two adjacent lumbar levels in patients in whom treatment is indicated at no more than two levels, from L1 to L5.
For this intended use, moderate degenerative lumbar spinal stenosis is defined as follows:
• A reduction of 25%-50% in the central canal and/or nerve root canal (subarticular and neuroforaminal) compared to the adjacent levels on radiographic studies, with radiographic confirmation of any one of the following: ○ Evidence of thecal sac and/or cauda equina compression ○ Evidence of nerve root impingement (displacement or compression) by either osseous or nonosseous elements ○ Evidence of hypertrophic facets with canal encroachment.
• And associated with the following clinical signs:
○ Presents with moderately impaired physical function defined as a score of $2.0 of the Zurich Claudication Questionnaire (ZCQ) ○ Ability to sit for 50 minutes without pain and to walk 50 feet or more.
1. Clinically significant improvement in outcomes compared to baseline, as determined by meeting the criterion for at least two of three domains of ZCQ.
• $0.5 point improvement in physical function • $0.5 point improvement in symptom severity • Score of #2.5 points on patient satisfaction domain 2. No reoperations, removals, revisions, or supplemental fixation at the index level(s). 3. No major implant or procedure-related complications.
• No dislodgement, migration, or deformation • No epidural injections, nerve block procedures at index level, spinal cord stimulators, or rhizotomies. Secondary outcomes included leg and back pain severity assessed on a 100 mm visual analog scale, the Oswestry Disability Index (ODI), and the number of patients that required reoperation, revision or implant removal.
Three-year evaluation
The primary composite endpoint and all secondary outcomes were re-evaluated at the 36-month follow-up interval. In all, 90.2% and 91.4% of the Superion ® and X-STOP ® study subjects, respectively, were available at this interval. Statistical analysis was performed by an independent biostatistical firm who received all data for analysis directly from a study-specific electronic database. All outcomes were reported using a modified intention-to-treat population, which included all randomized patients who began anesthesia on the implant date. Minimal clinically important changes were defined as 20 mm or more improvement in pain scores and a 15% point or more improvement in ODI. Frequency distributions were compared between groups using Fisher's exact test, two-tailed.
Results
All subject background characteristics and operative details for the originally randomized inception cohort have been published previously. 9 Based on achieving the a priori specified 24-month primary endpoint, the two devices were demonstrated to be statistically noninferior as per the initial trial hypothesis, satisfying the FDA regulatory requirements for approval.
At 36 months, the proportion of subjects achieving the primary composite endpoint was greater for Superion ® (63/120, 52.5%) than for X-STOP ® (49/129, 38.0%) (P=0.023) ( Table 1 ). The subjects implanted with the Superion ® showed no degradation in clinical success compared to the 24-month endpoint analysis (53%), whereas 
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X-STOP ® subjects showed a modest degradation over the same timeframe (50%). As shown in Table 1 , the corresponding 36-month success rates exceeded 80% for each of the individual components of the primary endpoint in the Superion ® group. Specifically, the success rates were 88%, 81%, 91%, and 87% for improvement in two of three domains of the ZCQ, no reoperations at the index level, no major implant/procedure-related complications, and no clinically significant confounding treatments, respectively. Table 2 provides the 36-month success rates for pain severity as well as back-and disease-specific outcomes based on the minimal clinically important difference criteria for each variable. Five of six comparisons qualitatively favored treatment with the Superion ® device; however, only the leg pain results achieved statistical significance. Inspection of the line graphs for each outcome captures both the durability of the Superion ® results and the modest degradation in X-STOP ® results between 24 and 36 months for the ZCQ (Figure 1 ) as well as for back and leg pain severity ( Figure 2 ) and back function (Figure 3) .
Comparing the 24-month data with the 36-month data, there was a higher increase in X-STOP ® reoperations, revisions, and removals (n=15 out of 44 total) compared to the Superion ® device (n=11 out of 49 total).
Discussion
With its recent regulatory approval, the Superion ® becomes the only "stand-alone" interspinous device on the US market available to patients for the treatment of moderate spinal stenosis. While the X-STOP Importantly, the Superion ® implantation procedure does not cause substantial alterations or disruptions to the spinal anatomy which likely reduces the complexity of future surgical options in the event that revision becomes necessary to address progressive degenerative changes and/or reemergence of symptoms. If device removal is required, the implant can be removed via the same minimally invasive access as the original implantation procedure. This suggests that the Superion ® device may be considered a reasonable "first line" option in the continuum of care for the treatment of moderate lumbar spinal stenosis.
The durable clinical results achieved with the Superion ® in the current study are further reflected in a low conversion rate to surgical decompression of only 14% (26/190) at 3 years. This finding may have a profound effect on the health economics and societal costs of treating the increasing number of patients suffering from spinal stenosis. Indeed, approximately 40% of patients treated conservatively to alleviate early signs of spinal stenosis ultimately require decompression surgery within 10 years due to persistently worsening symptoms.
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Use of an InterSpinous Spacer at the appropriate juncture in the continuum of care may obviate the need for decompression surgery in the majority of patients carefully selected in accordance with the approved indications for use.
Conclusion
The 3-year outcomes from this randomized controlled trial demonstrate durable clinical improvement consistently across all clinical outcomes for the Superion ® in the treatment of patients with moderate spinal stenosis. At this follow-up interval, a success rate in excess of 80% was maintained in all the four components of the primary endpoint. 
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